Composites Associated with Pulp-Protection Material: Color-Stability Analysis after Accelerated Artificial Aging by Cruvinel, Diogo Rodrigues et al.




Objectives: This study assessed the color stability of two composites associated with two pulp 
protectors submitted to accelerated artificial aging (AAA). 
Methods: 60 test specimens were made with 0.5 mm of protection material (calcium hydroxide 
- CH or glass ionomer cement - GIC)  and 2.5 mm of restoration material (Concept or QuixFil) and 
divided into 3 groups (n=10) according to the type of protection material/composite, and the control 
group (no protection). After polishing, color readings were obtained with a spectrophotometer (PCB 
6807 Byk Gardner) before and after AAA for 384 hours, and L*, a*, and b* coordinates and total color 
variation (∆E) were analyzed (2-way ANOVA, Bonferroni, α=05). 
Results: Composites placed on CH presented lower L* levels than those on GIC, which presented 
higher L* values than the control group and lower b* values than those of the CH group. The Concept 
composite presented higher ∆E levels for all groups, differing statistically from QuixFil, except when 
placed on GIC. 
Conclusions: It was concluded that the protection material could affect the color stability and 
AAA is a factor that enhances this effect, depending on the type of composite used. (Eur J Dent 
2010;4:6-11)
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The esthetic aspect of dental care has recently 
become increasingly important. There are many 
composites available on the market, and they are 
continually developed to meet the needs of profes-
sionals, who require esthetic restoration materi-
als with simple application techniques and good 
mechanical  and  physical  properties.  Neverthe-
less, these materials are subject to frequent fail-
ures, such as marginal and/or body discoloration, 
in  addition  to  micro-infiltration  and  porosity,1,2 
which are determinant in the success of the treat-
ment.3 Approximately 30 to 40% of the restora-
tions made with composite resin in anterior teeth 
are replaced within 5 years.4 Color stability is an 
important property of composites used in esthetic 
restorations  and  several  factors  are  associated 
with alterations of this property, such as the com-
position of the resin matrix and type of light curing 
unit used.5-10
Another important component that interferes 
in this property is the photo-initiator system, com-
monly composed of camphorquinone and aromatic 
or aliphatic amines that also act as accelerators.11 
All amines are known to form by-products during 
the light-cure process, leading to discoloration of 
the material when under the influence of light or 
heat.12 Furthermore, exposure to UV radiation may 
cause oxidation of double carbon links to produce 
color compounds that contain peroxide.13 Discol-
oration may also be of exogenous origin, mainly 
caused  by  the  absorption  of  coloring  solutions 
such as tea, coffee and mouth rinses.14 
Pulp-protection  materials  are  extremely  im-
portant  for  pulp  health,  affecting  protection 
against thermal, electric and mechanical stimu-
li.15 Nonetheless,  depending  on  the  cavity  depth 
and the transparency of the restoration material, 
the color of the pulp-protection material may af-
fect the end result of the esthetic restoration. At 
present, with the development of whitening tech-
niques,  teeth  assume  a  lighter  color  and  their 
restorations demand more translucent materials. 
Thus, protection materials can interfere in the fi-
nal esthetic result of the restoration.16 
The aim of this study was to asses, in vitro, 
the color stability of composites placed over cal-
cium hydroxide and glass ionomer cement pulp 
protectors when submitted to an accelerated ar-
IntroductIon tificial aging process. The hypothesis tested was 
that composites placed over protection materials 
present the greatest variations in color stability. 
MAtErIALs And MEtHods 
For the development of this study, composites 
(Table 1) associated with two pulp-protection ma-
terials were used: Hydro C (Dentsply, Petrópolis, 
RJ, Brazil), a calcium hydroxide-based (CH), and 
Vivaglass Liner (Ivoclar Vivadent, Schaan, Liech-
tenstein),  a  glass  ionomer  cement-based  (GIC) 
material. 
For each composite, 30 specimens were made 
in two layers, one with 0.5 mm of protection mate-
rial and another with 2.5 mm of restoration mate-
rial, with a total thickness of 3.0 mm, placed on 
a 12 mm-diameter Teflon matrix. To standardize 
the thickness of each layer, spacers were adapted 
over the central axis of the matrix within the thick-
nesses determined for each layer. After adapting 
the 0.5 mm spacer, the protection materials were 
manipulated according to the manufacturers’ rec-
ommendations and inserted into the matrix until 
it  was  completely  filled.  After  pressing,  the  2.5 
mm spacer was adapted over the central axis of 
the matrix and 1.0 mm and 1.5 mm increments of 
composite were applied and light cured with halo-
gen  light  (Ultralux  Electronic,  Dabi  Atlante,  Ri-
beirão Preto, SP, Brazil, 400/500 nm, 350/500mW/
cm2) for the time recommended by the manufac-
turer. The intensity of the light source (mW/cm2) 
was measured periodically by a radiometer (Cur-
ing  Radiometer  Model  100,  Demetron  Research 
Corp., Danbury, CT, USA). A glass cover slip was 
placed over the last resin layer, to enable a flat 
surface to be obtained and to avoid oxygen inhi-
bition. At the end of the light curing process, the 
samples  were  removed  and  stored  in  isolated 
receptacles in the absence of light at 37ºC for 24 
hours. 
Specimens were polished with abrasive paper 
discs in a descending order of abrasiveness (Sof-
Lex,  3M  ESPE,  Sumaré,  SP,  Brazil),  with  alter-
nating intermittent movements, and wetting the 
surface to avoid overheating. After this they were 
separated into 3 groups (n=10), according to the 
type of protection used (Table 2). 
The samples were submitted to the initial color 
reading against a white background block (Stan-
dard  for  45º/0º  Reflectance  and  Color  Gardner 
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Laboratory  Inc.  Bethesda,  Maryland  20014)  us-
ing  a  spectrophotometer  (PCB  6807  Byk  Gard-
ner, Geretsried, Germany). The observation stan-
dard simulated by the equipment follows the CIE 
L*a*b* system, which consists of two axes, a* and 
b*, which are at right angles and represent the 
dimension or color . The third axis, perpendicu-
lar to the a*b* plane, is the lightness L*.17 When 
it is activated, the spectrophotometer composed 
of 30 LED lamps of 10 different colors, disposed 
in a circular arrangement light up, with the light 
beam incident on the material surface at an angle 
of 45º using the primary standard illuminant D65, 
which simulates the spectrum of natural daylight. 
This beam is reflected back to the appliance at 0o, 
and thus, it captures and records the values of L*, 
a* and b* of each sample. The observer standard 
used was 10º. These were considered the initial 
values. 
The  samples  were  submitted  to  accelerated 
artificial aging (C-UV, Comexim Matérias Primas 
Ltda, São Paulo, SP, Brazil) under the action of UV 
light and condensed air-saturated water. The fixed 
working program consisted of 4 hours exposure 
to UV-B light at 50ºC and 4 hours condensation 
at 50ºC for a period of 384 hours,18 equivalent to 
1 year of clinical service.19 According to Ruyter et 
al20 color alteration occur in the first 300 hours of 
the aging process.  After this procedure, the spec-
imens  were  submitted  to  second  color  reading, 
and the color variation (∆E) was calculated by the 
following formula: ∆E = [(∆L*)2+ (∆a*)2+(∆b*)2]1/2, 
where ∆L = final L* – initial L*; ∆a = final a* – initial 
a* and ∆b = final b* – initial b*. The Kolgomorov-
Smirnov test was applied to test the normal distri-
bution of the data and the values were submitted 
to statistical analysis (2-way ANOVA - Bonferroni, 
significance level at 95%, factors of variation com-
posite x protector material).
rEsuLts 
Figure 1 shows a comparison of the L*, a* and 
b*  values  obtained  before  AAA  for  each  group 
tested. Through the data analysis, it was detected 
that the samples placed on CH presented lower 
L* values than those placed on GIC (Figure 1), and 
were statistically significant (P<.05) in comparison 
with the other groups for the QuixFil composite. 
Composites placed on GIC presented slightly low-
er L* values than those obtained for the Control 
Group, without statistically significant differences 
(P>.05). Furthermore, the protector exerted great 
influence on the b* coordinate (which varies from 
blue to yellow), especially for the Quixfil compos-
ite. Nevertheless, when the two studied compos-
ites were placed on GIC, both presented lower b* 
values than those of the CH group, which were 
statistically significant in comparison with the val-
ues of the other groups (P<.05).
The ∆E measurements obtained for each stud-
ied group and their respective standard deviations 
are shown in Table 3. The data show that Concept 
was the material that presented the greatest ∆E 
variation,  in  all  groups,  presenting  statistically 
significant  values  when  compared  with  Quixfil, 
Control and CH groups. When the behavior of Con-
cept was compared with regard to the type of pro-
tection material used, high ∆E values were found 
for control samples (without protection), with sta-
tistically significant results (P<.05) in comparison 
with the protected groups that  presented no dif-
ferences between each other (P>.05). The Quixfil 
composite did not present statistically significant 
differences (P>.05) with regard to the protection 
material for any of the studied groups. 
When  analyzing  the  results  in  Table  3,  it  is 
found that the results of ∆E for the control group 
were higher than those for the groups with pulp-
protection  material,  with  statistically  significant 
values for Concept (P<.05).
dIscussIon 
The  increasing  esthetic  requirements  of  the 
patients, allied to the technological development 
of esthetic restoration materials, have led to an 
increase in their use.  Nonetheless, although they 
present good mechanical properties, profession-
als are concerned about the poor color stability of 
these materials; especially in the long term.20-22 
Instrumental analyses with the aid of a spectro-
photometer have allowed objective results to be 
obtained. This method combined with accelerated 
artificial aging has routinely been used to study the 
esthetic properties of restoration materials.23-30 
Studies  conducted  under  accelerated  aging 
conditions allow one to predict the physical be-
havior of dental composites. Most polymers have 
functional groups in their molecular chains, which 
absorb ultraviolet light; among them are the car-
bonyl  group  (C=O),  aromatic  rings  and  double 
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carbon  links  (C=C).21  When  a  polymer  molecule 
absorbs  ultraviolet  light  through  the  functional 
groups, the energy leads to the structure being in 
a more unstable state. These groups can return 
to their original state in phases emitting the ex-
cess energy in a longer wavelength. If the excited 
molecule cannot disperse the excess energy by 
some means, there will be a rupture; that is, pho-
tochemical degradation. Degradation that occurs 
due to aging, such as the loss of color or shine, 
loss of opacity, loss of adherence and the appear-
ance of cracks is observed, and results from the 
action  on  the  composite  matrix  in  combination 
with the light-cure quality, method and light-cure 
time.12,21 Moreover, AAA leads to the degradation 
of  the  matrix/silane/filler,  since  the  composite 
absorbs  the  water  that  penetrates  through  the 
filler/resin interface, which leads to hydrolysis of 
the silane, reducing the retention of the filler par-
ticles.31 
Reference values established whether or not 
there  was  difference  in  color  before  aging,  and 
demonstrated that the presence and type of pro-
tection  material  would  alter  the  appearance  of 
the restoration material. The L* axis reveals the 
amount of white there is in the color, so, the more 
white there is in the color, the greater is the L* 
value. Thus, it was seen that the test specimens 
placed on glass ionomer cement were more lu-
minous than those placed on calcium hydroxide, 
since glass ionomer is a white material when com-
pared with calcium hydroxide, which has a dark-
yellow color (Figure 1) and the final restoration 
would reflect less light, which gives a lower mean 
L* value. As regards the b* coordinate, the greater 
Figure 1. Clinical appearance of the same lesion. The overlying 
mucosa was normal and there was not any sign or symptom.
Composite Color Mean particle size Particle percentage (in weight) Manufacturer
QuiXfil Universal 1-10 μm 86%
Dentsply DeTrey (Konstanz, 
Germany)
Concept B2 0.4 μm 77.50%
Vigodent (Rio de Janeiro, RJ, 
Brazil)
Table 1. Composites used in the study.
Table 2. Studied groups.
Table 3. Comparison of means (standard deviation) of ∆E (2-way ANOVA - Bonferroni - 95%).










GIC Glass ionomer cement
Composite Control CH GIC
Quixfil 4.49 (0.9) a,A 2.91 (1.2) a,A 3.89 (1.8) a,A
Concept 14.11 (1.4) a,B 9.38 (3.6) b,B 7.04 (4.5) b,A
* Different letters, lower case in the line and upper case in the column, indicate statistically significant results 
(P<.05).
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its value is, the closer the color of the material is 
to yellow. All the alterations in the coordinates of 
the CIE Lab scale will reflect on the ∆E (Delta E) 
values.  Consequently, the data confirm the hy-
pothesis  that  pulp-protection  materials  directly 
interfere in the restoration color even before they 
are submitted to accelerated artificial aging.  
The ∆E analysis allows the assessment of ma-
terial-color stability. Therefore, higher ∆E values, 
result  in  greater  color  variation.  Concept  pre-
sented the greatest color variation (Table 3). The 
size and volume percentage of inorganic particles 
could be factors that influence ∆E after AAA;31 a 
microhybrid composite could be more transparent 
than hybrid composites after the surface degra-
dation, so that the pulp protector was more vis-
ible. With a high percentage of inorganic filler in 
Quixfil there would be more light reflected inside 
the  material,  resulting  in  lower  transparency.32 
The same phenomenon occurred in the samples 
without  protection.  Both  composites  presented 
higher ∆E values in comparison with the samples 
with  pulp-protection  material.  The  difference  in 
light transmittance of the dental resin composites 
affected their clinical appearance.33 When light is 
illuminated on a translucent specimen backed by 
a glossy/white background, many fractions of light 
reaching the background may be reflected. How-
ever, when backed by a matt/black background or 
a light trap, the degree of reflection may be signifi-
cantly reduced.34,35 With the absence of the protec-
tive material, the samples could present greater 
translucence, without the opacity of the protec-
tive  material,  providing  greater  light  reflection 
through the material. 
There  was  no  significant  difference  between 
the composites placed on GIC (Table 3), despite 
the high ∆E values for Concept. According Ruyter 
et al20 Concept and Quixfil presented clinically un-
acceptable variations (∆E≥3.3) in the control group 
(14.1 and 4.5, respectively). In the other groups 
only Quixfil placed on CH was within the clinical 
parameters.  The  results  proved  the  hypothesis 
that  the  pulp-protection  materials  interfere  di-
rectly in the color of the restoration material and 
that the behavior of the composites differs over 
the course of time, according to the type of com-
posite studied. 
concLusIons 
According to the methodology used and the re-
sults obtained in this study, it could be concluded 
that:
• Pulp-protection material affected the origi-
nal color of the composite before and after accel-
erated artificial aging;
• The effect of accelerated artificial aging dif-
fers, depending on the type of composite used (hy-
brid or microhybrid);
• Only Quixfil placed on CH was within accept-
able clinical parameters (∆E<3.3).
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